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Arterial blood pressure monitoring in overweight critically ill 
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Abstract

Introduction Blood pressure measurements frequently guide
management in critical care. Direct readings, commonly from a
major artery, are considered to be the gold standard. Because
arterial cannulation is associated with risks, alternative
noninvasive blood pressure (NIBP) measurements are routinely
used. However, the accuracy of NIBP determinations in
overweight patients in the outpatient setting is variable, and little
is known about critically ill patients. This prospective,
observational study was performed to compare direct intra-
arterial blood pressure (IABP) with NIBP measurements
obtained using auscultatory and oscillometric methods in
overweight patients admitted to our medical intensive care unit.

Method Adult critically ill patients with a body mass index (BMI)
of 25 kg/m2 or greater and a functional arterial line (assessed
using the rapid flush test) were enrolled in the study. IABP
measurements were compared with those obtained
noninvasively. A calibrated aneroid manometer (auscultatory
technique) with arm cuffs compatible with arm sizes and a NIBP
monitor (oscillometric technique) were used for NIBP
measurements. Agreement between methods was assessed
using Bland-Altman analysis.

Results Fifty-four patients (23 males) with a mean (± standard
error) age of 57 ± 3 years were studied. The mean BMI was
34.0 ± 1.4 kg/m2. Mean arm circumference was 32 ± 0.6 cm.
IABP readings were obtained from the radial artery in all
patients. Only eight patients were receiving vasoactive
medications. Mean overall biases for the auscultatory and
oscillometric techniques were 4.1 ± 1.9 and -8.0 ± 1.7 mmHg,
respectively (P < 0.0001), with wide limits of agreement. The
overestimation of blood pressure using the auscultatory
technique was more important in patients with a BMI of 30 kg/
m2 or greater. In hypertensive patients both NIBP methods
underestimated blood pressure as determined using direct
IABP measurement.

Conclusion Oscillometric blood pressure measurements
underestimated IABP readings regardless of patient BMI.
Auscultatory measurements were also inaccurate, tending to
underestimate systolic blood pressure and overestimate mean
arterial and diastolic blood pressure. NIBP can be inaccurate
among overweight critically ill patients and lead to erroneous
interpretations of blood pressure.

Introduction
Although the prevalence of critically ill, morbidly obese
patients in the USA is not known, it has been estimated that
the incidence of morbidly obese patients requiring intensive
care treatment approaches 14 cases per 1,000 intensive care
unit (ICU) admissions each year. This is probably a conserva-
tive estimate, considering that the database was restricted to
nonsurgical patients and the growing number of bariatric sur-
geries performed in the USA [1]. Obese patients in the ICU
face a more complicated course, and their obesity has impacts
on various aspects of their care. Obesity makes hemodynamic

monitoring more challenging because of difficulties with insert-
ing intravascular catheters and unsuited or inappropriate cuff-
to-arm sizes [1,2]. Discrepancies between direct intra-arterial
blood pressure (IABP) and indirect noninvasive blood pres-
sure (NIBP) measurements can adversely affect therapeutic
decisions and may have a negative impact on outcomes.

Because of the frequent need for prolonged monitoring of
blood pressure among critically ill patients, automated oscillo-
metric NIBP measurements are commonly used in the ICU
[3,4]. Sources of error and accuracy problems associated with
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age, presence of arrhythmias, inaccurate cuff selection and
positioning, and rapid cuff deflation have been described
[5,6]. Among obese patients the auscultatory technique for
NIBP measurement underestimates systolic blood pressure
and overestimates diastolic blood pressure, but very few data
exist regarding the accuracy of automated oscillometric meas-
urements [7,8].

The present observational clinical study was conducted to test
the hypothesis that IABP measurements are not accurately
reflected by NIBP measurements in a population of overweight
critically ill patients. We also assessed the effects of different
body mass index (BMI) and blood pressure levels on the accu-
racy of the NIBP measurements when compared with direct
IABP readings.

Materials and methods
The study protocol was approved by the Wayne State Univer-
sity investigational review board. All patients admitted to the
medical ICU with a BMI of 25 kg/m2 or greater who required
continuous blood pressure monitoring because of their under-
lying clinical condition and who agreed to participate in the
study were included. None of the patients received an intra-
arterial catheter purely for the purposes of the present study.
Patients with any of the following criteria/conditions were
excluded: BMI below 25 kg/m2; unwillingness to participate in
the study; unstable IABP readings (more than 5 mmHg varia-
tion in mean blood pressure during the period of data collec-
tion); presence of edema, wounds, or arm skin or
subcutaneous tissue infection; presence of a peripherally
inserted central catheter in one arm; and nonfunctional arterial
catheter (defined as presence of overshooting or undershoot-
ing phenomenon following rapid flush test) [9].

Each patient's height, weight, and arm circumferences at the
mid-arm level were recorded. After being in a steady, supine
position, auscultatory and oscillometric blood pressure meas-

urements were obtained from the arm into which the arterial
catheter was inserted [10]. The corresponding intra-arterial
reading was obtained immediately at the end of each noninva-
sive measurement and averaged for the purposes of data anal-
ysis.

Invasive blood pressure measurements
Arterial catheterization was performed by the primary team
according to their determination of the clinical indication. A 20-
gauge radial artery set (Arrow International, Reading, PA,
USA) was used for continuous IABP monitoring. The sets
were connected to a disposable pressure transducer (Tru-
Wave, Edwards Lifesciences, Irvine, CA, USA) using rigid
pressure tubing of identical length. The transducer set system
was set up by the critical care nurse and checked by the inves-
tigators in all cases. Air bubbles were flushed carefully from
the system before data collection. To test the adequacy of the
pressure monitoring system, a rapid flush test was performed
and recorded for each patient [9]. The zero level for arterial
blood pressure was taken at the right atrium level and the arte-
rial wave form was recorded from the monitor (Hewlett-Pack-
ard, model 66, Andover, MA, USA).

Noninvasive blood pressure monitoring
Oscillometric measurements were obtained using a Hewlett-
Packard monitor (model 66) and nondisposable blood pres-

Figure 2

Agreement between auscultatory and oscillometric, and intra-arterial blood pressure measurements: effect of BMIAgreement between auscultatory and oscillometric, and intra-arterial 
blood pressure measurements: effect of BMI. Shown are graphs of 
measurement in (a) overweight (BMI ≤30 kg/m2) (b) obese (BMI >30 
kg/m2) patients by auscultatory technique, and (c) overweight and (d) 
obese patients by oscillometric technique. The thicker line represents 
mean bias, and the thinner lines represent upper and lower limits of 
agreement. Squares are diastolic blood pressure measurement, dia-
monds are mean arterial blood pressure measurements, and circles are 
systolic blood pressure measurements. BMI, body mass index; IABP, 
intra-arterial blood pressure; NIBP, noninvasive blood pressure.

Figure 1

Agreement between auscultatory and oscillometric, and intra-arterial blood pressure measurementsAgreement between auscultatory and oscillometric, and intra-arterial 
blood pressure measurements. Shown are graphs for the (a) ausculta-
tory method and (b) oscillometric method. The thicker line represents 
mean bias, and the thinner lines represent upper and lower limits of 
agreement. Squares are diastolic blood pressure measurement, dia-
monds are mean arterial blood pressure measurements, and circles are 
systolic blood pressure measurements. P < 0.001 between methods. 
IABP, intra-arterial blood pressure; NIBP, noninvasive blood pressure. a 
and b are not identified in the figure.
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sure cuffs (Philips Medical Systems, Andover, MA, USA) mod-
els M4554A, M1575A, and M1576A to match arm
circumferences ranging from 20.5 to 28.5 cm, from 34 to 43
cm, and from 42 to 54 cm, respectively. Auscultatory measure-
ments were obtained using an aneroid manometer (Econos-
phyg, McCoy, USA) with reusable blood pressure cuffs
(Critikon Dura-Cuf models 2203, 2204, and 2205; GE Medi-
cal System, Waukesha, WI, USA) matching the patients' arm
circumferences. Standard recommendations for cuff bladder
length-to-width ratio and technical details and cautions before
and during measurements were strictly followed [11,12]. All
auscultatory measurements were obtained by the same inves-
tigator (AA).

Statistical methods
Unless stated otherwise, summary values are expressed as
mean ± standard error. Different methods of blood pressure
measurement were compared by Bland-Altman analysis [13].
Unpaired Student's t test was used to compare mean differ-
ences between radial and femoral sites; blood pressure read-
ings in patients with BMI >25 kg/m2, ≤30 kg/m2, and >30 kg/
m2; and systolic blood pressure below or above 140 mmHg
for each NIBP method. A two tailed P value of less than 0.05
was considered statistically significant.

Results
Fifty-four patients (23 males and 24 females) with mean age
57 ± 3 years who were admitted to the medical ICU requiring
invasive blood pressure monitoring were included in the study.
Mean BMI was 34.0 ± 1.4 kg/m2 (range 25–87.2 kg/m2) and
mean arm circumference was 32.4 ± 0.6 cm (right and left
arms were similar). An adult size cuff (suitable for arm circum-
ferences <42 cm) was used in all but seven patients, in whom
a large cuff was used based on their arm circumferences (41.6
± 1.5 cm). All direct IABP measurements were obtained from
radial lines, and only eight patients were receiving vasoactive
medications during data collection.

Plots of agreement between the auscultatory and oscillometric
methods and IABP measurements (54 patients, 162 pairs of
measurements in each plot) are shown in Figure 1. There was
a statistically significant discrepancy between the auscultatory
and oscillometric arterial blood pressure measurement (mean
biases 4.1 ± 1.9 and -8.0 ± 1.7 mm Hg, respectively; P <
0.0001), with limits of agreement ranging from +53.0 to -44.6
mmHg and from +33.6 to -49.5 mmHg for auscultatory and
oscillometric methods, respectively. Most of the points below
the lower limit of agreement seen in both plots represent
patients who were receiving vasopressor infusions. Discrep-
ancies according to arterial blood pressure levels are shown in
Table 1. Overall, oscillometric measurements underestimated
IABP (mainly systolic blood pressure) measurements. On the
other hand, the auscultatory method underestimated systolic
and overestimated diastolic and mean arterial blood pressure
measurements.

Figure 2 shows plots of agreement between the NIBP (auscul-
tatory and oscillometric) methods and IABP measurements
after the cohort was divided according to BMI. Mean biases
for the auscultatory method were -0.8 ± 3.6 and 7.6 ± 2.1
mmHg for patients with a BMI ≤30 kg/m2 and >30 kg/m2,
respectively (P < 0.05), whereas measurements were similar
for the oscillatory method regardless of BMI. Table 2 shows
biases for each monitoring method according to BMI and for
each level of blood pressure separately. Large discrepancies
between patient groups were observed for systolic and mean
arterial blood pressure when the auscultatory method was
evaluated and for mean and diastolic pressures when the
oscillometric method was studied.

The effects of blood pressure levels on accuracy of NIBP
measurements are shown in Figure 3. A cut off of 140 mmHg
systolic blood pressure level was selected to divide the cohort
into two groups. Both methods underestimated IABP meas-
urements among patients with a systolic blood pressure above

Table 1

Biases and limits of agreement between blood pressure measurement techniques for each level of blood pressure

Arterial blood pressure Mean bias Upper limit of agreement Lower limit of agreement

Systolic blood pressure (mmHg)

Auscultatory -6.7 ± 4.3 55.1 -68.5

Oscillometric -15.2 ± 3.7 37.7 -68.2

Diastolic blood pressure (mmHg)

Auscultatory 11.4 ± 2.3 44.8 -22.1

Oscillometric -3.7 ± 2.0 25.5 -33.0

Mean blood pressure (mmHg)

Auscultatory 7.9 ± 2.7 47.6 -31.6

Oscillometric -4.6 ± 2.5 31.1 -40.3

Values are expressed as mean ± standard error.
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140 mmHg (mean bias of -5.0 ± 2.8 mmHg and -14.9 ± 2.2
mmHg for the auscultatory and oscillometric methods, respec-
tively; P < 0.001). On the other hand, mean bias was positive
for both NIBP methods in patients with normal blood pressure.

Discussion
Accurate measurement of arterial blood pressure is essential
for rational hemodynamic management of critically ill patients.
Morbidly obese patients requiring intensive care treatment are
becoming increasingly common and, because of their body
size and habitus, it is unclear whether invasive and noninvasive
blood pressure measurements could be used interchangea-
bly. Our data suggest that a wide discrepancy exists between
blood pressure monitoring methods, supporting the use of
direct intra-arterial methods in monitoring and to guide treat-
ment decisions because of their accuracy.

Overall bias
Oscillometric measurements underestimated direct intra-arte-
rial readings, and although this was observed for all levels of
blood pressure the negative bias was larger for systolic blood
pressure measurements. Although our study focused on over-
weight critically ill patients, these findings are in agreement
with those of previously reported trials conducted in different
patient populations [6,14,15]. Because the oscillometric
method is not standardized, measuring algorithms differ from
manufacturer to manufacturer and even from device to device
[10,16]. The variability in these empirically derived algorithms
has been blamed for the lack of agreement between methods,
and although the use of a new standardized algorithm
decreased the negative bias, oscillometric measurements
continued to underestimate IABP readings [14]. Inappropri-
ateness of cuff sizes in relation to arm circumference is also
responsible for underestimation or overestimation of direct
blood pressure readings [4,10]. It is unlikely that this was a
factor in our study because the most common mismatch for

obese patients is a smaller than needed blood pressure cuff,
yielding an overestimated NIBP reading. Moreover, the inten-
tional use of a smaller than recommended cuff size has been
postulated to decrease the negative biases attributed to oscil-
lometric readings [14]. Arrhythmias, another factor that is

Figure 3

Agreement between auscultatory and oscillometric, and intra-arterial blood pressure measurements: effect of SBPAgreement between auscultatory and oscillometric, and intra-arterial 
blood pressure measurements: effect of SBP. Shown are graphs of 
measurement in patients with (a) SBP <140 mmHg and (b) SBP ≥140 
mmHg by auscultatory technique, and in patients with (c) SBP <140 
mmHg and (d) SBP ≥140 mmHg by oscillometric technique. A total of 
23 patients had SBP <140 mmHg and 31 had SBP ≥140 mmHg. The 
thicker line represents mean bias, and the thinner lines represent upper 
and lower limits of agreement. Squares are diastolic blood pressure 
measurement, diamonds are mean arterial blood pressure measure-
ments, and circles are systolic blood pressure measurements. IABP, 
intra-arterial blood pressure; NIBP, noninvasive blood pressure; SBP, 
systolic blood pressure.

Table 2

Biases and limits of agreement between blood pressure measurement techniques for each level of blood pressure: effect of BMI. 
Parenthesis indicate upper and lower limits of agreement

Arterial blood pressure BMI <30 kg/m2 (n = 24) BMI >30 kg/m2 (n = 30)

Systolic (mmHg)

Auscultatory -16.0 ± 8.1 (+61.8 to -93.8) 0.1 ± 3.8 (+40.8 to -40.7)

Oscillometric -16.7 ± 7.3 (+53.0 to -86.4) -13.3 ± 3.4 (+23.1 to -49.6)

Diastolic (mmHg)

Auscultatory 10.0 ± 3.3 (+41.6 to -21.5) 11.9 ± 2.9 (+43.7 to -20.0)

Oscillometric 1.3 ± 2.3 (+23.4 to -20.9) -7.8 ± 2.9 (+24.2 to -39.8)

Mean (mmHg)

Auscultatory 3.7 ± 4.7 (+48.7 to -44.4) 11.2 ± 3.0 (+43.7 to -21.2)

Oscillometric -2.3 ± 3.2 (+32.5 to -37.5) -12.3 ± 1.7 (+6.7 to -31.3)

Values are expressed as mean ± standard error.
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known to cause inaccurate oscillometric blood pressure read-
ings, were not present at the time of data collection. Further-
more, inotropic support did not contribute to the inaccuracy of
the measurements in a larger group of patients [14], and
although the points below the lower limits of agreement corre-
sponded to patients receiving vasopressor support, these few
observations are not likely to be responsible for the overall
negative bias observed in our study.

The mean bias for the auscultatory technique was 4.2 mmHg,
but when broken down for each level of pressure our data are
consistent with previous observations, namely that ausculta-
tory measurements underestimate systolic and overestimated
diastolic blood pressure readings [5,7,8]. The upward bias in
diastolic blood pressure produced by cuff inflation probably
relates to increased blood volume in the arm distal to the cuff
while cuff pressure still exceeds venous pressure and
occludes venous return. This would impair diastolic run-off of
blood and elevate diastolic pressure [17].

Body mass index
BMI above 30 kg/m2 had little impact on the overall findings.
Oscillometric measurements consistently underestimated
direct blood pressure measurements. On the other hand, our
findings are in agreement with those of previous investigations
demonstrating that auscultatory readings overestimated
diastolic blood pressure [7,8]. Mean bias for systolic pressure
readings by the auscultatory method became slightly positive
in patients with BMI above 30 kg/m2. Although hypothetical,
an inability to properly position the blood pressure cuff in these
large patients might have resulted in a bad signal/noise ratio,
which could account for these findings [10].

Effects of hypertension
Arterial hypertension increased the negative bias for systolic
blood pressure measurements for both noninvasive monitoring
methods. This observation has been reported for the ausculta-
tory technique [7,8] and appears to be explained not by an ina-
bility to record the first audible Korotkoff sound but by the
increasing critical closing pressure with increasing levels of
blood pressure [8].

Conclusion
Although widely used, automated oscillometric measurements
of blood pressure were inaccurate in this subset of critically ill
patients, and the parameters obtained should be used cau-
tiously. When critical therapeutic decisions are required, IABP
monitoring may be the preferred monitoring method.

Competing interests
The authors declare that they have no competing interests.

Authors' contributions
AA was involved in design, data collection, and manuscript
preparation. JB was involved in manuscript drafting and critical

revisions. JG was involved in data analysis and interpretation,
manuscript drafting, and critical manuscript revisions. All
authors read and approved the final manuscript.

References
1. El-Solh A: Clinical approach to the critically ill, morbidly obese

patient.  Am J Respir Crit Care 2004, 169:557-561.
2. Marik P, Varon J: The obese patient in the ICU.  Chest 1998,

113:492-498.
3. Parati G, Boli G, Manci G: Blood pressure measurement in

research and in clinical practice: recent evidence.  Curr Opin
Nephrol Hypertens 2004, 13:343-357.

4. Tholl U, Forstner K, Anlauf M: Measuring blood pressure: pitfalls
and recommendations.  Nephrol Dial Transplant 2004,
19:766-770.

5. Jones DW, Appel LJ, Sheps SG, Roccella EJ, Lenfant C: Measur-
ing blood pressure accurately. New and persistent changes.
JAMA 2003, 289:1027-1030.

6. Bur A, Hirschl MM, Herkner H, Oschatz E, Kofler J, Woisetschläger
C, Laggner AN: Accuracy of oscillometric blood pressure
measurement according to the relation between cuff size and
upper-arm circumference in critically ill patients.  Crit Care
Med 2000, 28:371-376.

7. Stolt M, Sjönell G, Aström H, Rössner S, Hansson L: Improved
accuracy of indirect blood pressure measurement in patients
with obese arms.  Am J Hypertens 1993, 6:66-71.

8. Nielsen PE, Larsen B, Holstein P, Poulsen HL: Accuracy of aus-
cultatory blood pressure measurements in hypertensive and
obese subjects.  Hypertension 1983, 5:122-127.

9. Gardner RM: Direct blood pressure measurement. Dynamic
response requirements.  Anesthesiology 1981, 54:227-236.

10. Pickering TG, Hall JE, Appel L, Falkner BE, Graves J, Hill MN,
Jones DW, Kurtz T, Sheps SG, Roccella EJ: Recommendations
for blood pressure measurements in humans and experimen-
tal animals: part 1: blood pressure management in humans: a
statement for professionals from the Subcomittee of Profes-
sional and Public Education of the American Heart Association
Council on High Blood Pressure Research.  Circulation 2005,
111:697-716.

11. Pickering TG: Principles and techniques of blood pressure
measurement.  Cardiol Clin 2002, 20:207-223.

12. Perloff D, Grim C, Flack J, Frohlich ED, Hill M, McDonald M, Mor-
genstern BZ: Human blood pressure determination by sphyg-
momanometry.  Circulation 1993, 88:2460-2470.

13. Bland JM, Altman DG: Statistical methods for assessing agree-
ment between two methods of clinical measurement.  Lancet
1986, 1:307-310.

14. Bur A, Herkner H, Vlcek M, Woisetschläger C, Laggner AN, Hir-
schl MM: Factors influencing the accuracy of oscillometric
blood pressure measurement in critically ill patients.  Crit Care
Med 2003, 31:793-799.

15. Heard SO, Lisbon A, Toth I, Ramasubramanian R: An evaluation
of a new continuous blood pressure monitoring system in crit-
ically ill patients.  J Clin Anesth 2000, 12:509-518.

16. Pickering TG: What will replace the mercury sphygmomanom-
eter?  Blood Press Monit 2003, 8:23-25.

17. Finnie KJ, Watts DG, Amstrong PW: Biases in the measurement
of arterial pressure.  Crit Care Med 1984, 12:965-968.

Key messages

• NIBP measurements are inaccurate among overweight 
critically ill patients.

• Oscillometric NIBP measures underestimates blood 
pressure as determined using the direct IABP tech-
nique.

• When critical therapeutic decisions are required, IABP 
monitoring is the preferred monitoring method.
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